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Flattening Filter Free beam



Flattening filters (FFs) have been 
considered as an integral part of the 
treatment head of a medical accelerator 
for more than 50 years.

Advanced treatment techniques, such as 
stereotactic radiotherapy or intensity 
modulated radiotherapy have stimulated 
the interest in operating linear 
accelerators in a flattening filter free 
FFF mode.

In the 1990s, several groups studied 
flattening filter free (FFF) high-energy 
photon beams.

Flattening Filter Free beam
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Flattening Filter Free beam

The removal of the flattening 
filter generates a higher output, 
leading to a completely different 
beam profile shape.
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A number of dosimetric benefits have been determined for FFF beams:

! significant decrease in treatment times by increasing the instantaneous dose-rate of the 

accelerator

! reduced head scatter

! reduction in the out-of-field dose 

Flattening Filter Free beam

• High dose rate: SHORT DELIVERY TIME

HIGH DOSE/FRACTION

• Field profile shape: STEREOTACTIC TREATMENTS

INTENSITY MODULATION

• Lower out-of-field dose: INTEGRAL DOSE REDUCTION

• Reduced head scatter: LOWER DOSE-BATH
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Results: The results presented 
here demonstrate that irradiation 
of glioblastoma cell lines using 
the FFF beam is more efficient 

in reducing clonogenic cell 
survival than the standard 
flattened beam, an effect which 
becomes more significant the 
higher the single dose. 

Dose–response curve of 
U87-MG cells irradiated 
with either the X10 (full 
circles) or X10FFF 
(empty circles) beam. 
Clonogenic survival was 
accessed as a measure for 
irradiation efficiency.  ** 
p≤0.001.

Radiobiology

Materials and methods: To validate the radiobiological effect of the flattened and FFF beam, two 
glioblastoma cell lines were treated with either 5 or 10 Gy using different dose rates. Dose verification 
was performed and colony formation assays were carried out. To compare the predictability of our data,
radiobiological models were included.

2013

To determine the radiobiological impact of the 

increased dose-rates from FFF exposures a 

Varian Truebeam medical linear accelerator was 

used to irradiate two human cancer cell lines 

in vitro, DU-145 prostate and H460 non-small 

cell lung, with both flattened and FFF 6 MV 

beams. Schematic illustrating the different dose-per-pulse and pulse repetition 

frequencies of the x-ray fields used in this study

Radiobiology



The results indicate that collective damage 

behaviour does not occur at the instantaneous 

dose-rates investigated here and that the use of 

either modality should result in the same clinical 

outcome, however this will require further 

validation in vivo.

Flattening filter-free treatments offer many 

clinical advantages over the traditional flattened 

treatments, including significantly faster delivery 

of dose fractions. 

Radiobiology
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Available Technology

Tomotherapy
6MV 8Gy/min

Elekta HD Versa
6MV 16Gy/min
10MV 22Gy/min

VARIAN TrueBeam
6MV 14 Gy/min
10MV 24 Gy/min

CyberKnife
6MV up to 10Gy/min

2014

A total of 120 patients treated for H&N tumors, high-grade glioma, prostate cancer, early stage lung 
cancer and intra-cranial metastatic disease were included in the study.  

The plans were generated using Standard- and FFF-VMAT for both 6 MV and 10 MV, and were 

compared with respect to plan quality, monitor units and delivery time using Wilcoxon signed rank tests.

Conclusion:  It was generally possible to produce FFF-VMAT plans with the same target dose 
coverage and doses to organs at risk as Standard-VMAT plans. Target dose homogeneity tended to 
be somewhat inferior for FFF-VMAT for the larger targets investigated. 

For stereotactic radiotherapy, FFF-VMAT resulted in a considerable time gain while maintaining 
similar plan quality compared to STD beams.

Planning studies
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Clinical Applications

" Lung

" Liver

"Prostate



Purpose: To test feasibility and safety of clinical usage of Flattening Filter Free (FFF) beams for delivering 

SBRT doses to various tumor sites, by means of Varian TrueBeam™ (Varian Medical Systems).

Methods and Materials: 70 patients were treated with SBRT and FFF: 51 lesions were in the thorax (48 

patients), 10 in the liver, 9 in isolated abdominal lymph node, adrenal gland or pancreas. 

Lung lesions were treated with cumulative doses of 32 or 48 Gy, delivered in 4 consecutive fractions. The 

liver patients were treated in 3 fractions with total dose of 75 Gy. The isolated lymph nodes, adrenal glands 

and pancreas were irradiated in 6 fractions with doses of 45 Gy.

2011

Clinical Applications

Results: The minimum follow-
up was 3 months. 

Six cases of acute toxicities 

were recorded (2 G2 and 2 G3 
in lung and 2 G2 in abdomen). 

No patient experienced acute 
toxicity greater than G3. 

Examples of dose distributions for
the 3groups of patients.

Colour wash scale is from 20 to 50

Gy for the lung and the abdominal
cases and from 35 to 80 Gy for the
liver case.

Clinical Applications
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A total of 111 lung and liver SBRT cases treated from July 2008 to July 2011 were reviewed and 99 cases 
with complete data were identified. 

Treatment delivery time for cases treated with a FFF linac versus a conventional dose rate linac were 

compared. The frequency and type of intrafraction image guidance was also collected and compared between 
groups. 

In the FFF cohort, the mean treatment time and patient’s immobilization was 11.44 (± 6.3) and 21.08 (± 6.8) 
minutes compared to 32.94 (± 14.8) and 47.05 (± 17.6) minutes for the conventional cohort (p < 0.01 for all 

values). 

For lung and liver SBRT, a FFF linac reduces treatment and immobilization time by more than 50% 
compared to a conventional linac.  

Clinical Applications

Methods and materials: From July 2006 to December 2011 132 patients underwent SBRT, 86 by 3DCRT

with flattened beams (FF), while the last 46 with VMAT RapidArc and unflattened beams (FFF). All

patients were treated with 48 Gy in four fractions of 12 Gy each.

Results: Both techniques achieved adequate dose conformity to the target but with a statistically

significant reduction of ipsilateral lung doses in RapidArc plans and also of Beam-on-Time (BOT) with

FFF mode. The median follow up was 16 months (range 2–24 months). At 1 year, local control rate was

100% with FFF beams compared with 92.5% with FF beams (p = 0.03).

Clinical Applications: NSCLC 

2013



CT and CT–PET scan performed before 
(left) and after (right) treatment.
A complete remission can be seen.

Conclusions: SBRT with FFF beams permitted us a safe delivery of high dose per fraction
in a short treatment time and resulted in an earlier radiological response compared with
FF beams.

Clinical Applications: NSCLC 

2015

Materials and methods: Twenty-eight patients (51 lesions) were analysed. 

In a risk adaptive scheme, the dose prescription was: 30 Gy/1 fr, 60 Gy/3 fr, 60 Gy/8 fr and 48 Gy/4fr. 
Treatments were performed with Volumetric Modulated Arc Therapy - FFF beams.

Clinical outcome was evaluated by thoracic and abdominal computed tomography (CT) scan before
SBRT and than every 3 months. Toxicity was evaluated with Common Terminology Criteria for Adverse
Events (CTCAE) scale version 4.0.

Clinical Applications: Lung mets
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Actuarial overall survival from diagnosis 

stratified for the time-to-metastasis free interval.

Actuarial overall survival from stereotactic body 

radiation therapy (SBRT) treatment.

Actuarial local control from stereotactic body radiation

therapy (SBRT) treatment.

The median follow-up time from initial diagnosis was 65 months (5–139) and from SBRT was 21 
months (2–80).

Clinical Applications: Lung mets

Conclusions: SBRT provides excellent local control of pulmonary metastasis from soft tissue sarcoma and 
may improve survival in selected patients. 

No severe toxicity (G3-G4) was recorded and no patients required hospitalisation.

2013

Conclusions: SBRT-FFF (25 Gy x 3 fractions) for unresectable liver metastases can be 
considered an effective, safe, and noninvasive therapeutic option, with excellent rates of 
local control and a low treatment-related toxicity

Patient treated 
with stereotactic 

body radiation 
therapy for 

recurrence of 
liver metastasis 
after surgery. 

75 Gy \3 fr
BOT: 3 minutes

Clinical Applications: Liver



Clinical Applications: Lung and Liver

Materials and methods: 82 patients with 1–3 inoperable metastases confined to one organ (liver or 
lung), were treated with
SABR for a total of 112 lesions in an observational study. Prescription dose ranged between 48 and 
75Gy in 3 or 4 consecutive fractions.

Results: Median follow-up was 24 months (range 3–47). One, two and three years LC rate was 
90%,80% and 75%. 

No patients experienced radiation-induced liver disease (RILD) or grade >3 toxicity.

2014

Conclusions: SABR is a safe and feasible alternative treatment of oligometastatic colorectal liver and 
lung metastases in patients not amenable to surgery or other ablative treatments.

Examples of complete 
response in two 

patients with liver and 
lung metastases.

Clinical Applications: Lung and Liver
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Prospective phase I-II study, started on February 2012. 

The schedule was 35 Gy in 5 alternative days.

Median follow-up was 11 months (range: 5–16); 40 
patients were recruited in the protocol and treated.

Conclusions: Early findings suggest that SBRT with RapidArc and FFF beams for prostate 
cancer in 5 fractions is feasible and tolerated in acute setting. 
Longer follow-up is needed for assessment of late toxicity and outcome.

Clinical Applications: Prostate

Conclusions

1. Planning studies demonstrate shorter delivery time and potential benefit for dose 

distributions

2. Early clinical data focused on LC and acute toxicity demonstrate good impact on 

several primary indications

3. Late results on OS and toxicity are maturing but so far no unexpected findings

4. Motion management:  faster delivery directly impacts on better control of organ motion

and patient compliance

5. Non conventional fractionation, retreatments, SABR, radiosurgery in more areas are 

practically feasible with FFF opening to more clinical applications

6. Cost effectiveness:  capital cost slighlty higher,  running costs equivalent,  throughput

increased
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